Deterministic and probabilistic approaches to the denomination of the hydrochemical type of potentially medicinal groundwater from the “Zdrój Główny” intake (Krzeszowice, Poland)

Piotr Rusiniak¹, Katarzyna Wątor¹, Janusz Plata²

¹AGH University of Science and Technology, Faculty of Geology, Geophysics and Environmental Protection, Department of Hydrogeology and Engineering Geology; al. A. Mickiewicza 30, 30-059 Krakow, Poland; e-mail: piotr.rusiniak@agh.edu.pl
²The Centre for Rehabilitation of Organ Movement “Krzeszowice” SP ZOZ; ul. Daszyńskiego 1, 32-065 Krzeszowice, Poland

© 2017 Authors. This is an open access publication, which can be used, distributed and reproduced in any medium according to the Creative Commons CC-BY 4.0 License requiring that the original work has been properly cited.

Received: 13 June 2017; accepted: 02 January 2018

Abstract: The analysis and quality control of potentially curative water in Krzeszowice (Lesser Poland Region, Poland) has been carried out since 2002. The analyses are performed in the certified Hydrogeochemical Laboratory of the AGH University of Science and Technology and the laboratory of Provincial Environmental Protection Inspectorate in Krakow. The main purpose of this paper was to confirm the denomination of the hydrochemical type of water taken from “Zdrój Główny” both for major ions and sulphur(II) compounds concentration which are specific components and assign curative properties to the examined water. On the basis of statistical analysis, it was stated that the concentrations of SO₄, Ca, Mg, HCO₃ and sulphur(II) compounds can be regarded as stable. Different methods of hydrochemical type determination lead to various classifications of groundwater. In the deterministic method and the probabilistic method with use of expanded uncertainty, the hydrochemical type of the examined water is SO₄-Ca-Mg, S. In the probabilistic method where the standard deviation was taken into account, fewer components were in the hydrochemical type (SO₄-Ca)-sulphur(II) compounds did not exceed the threshold value of 1 mg/L and, in this situation, the water cannot be regarded as potentially curative.

Keywords: medicinal qualities, Krzeszowice, hydrochemical type, deterministic and probabilistic method

INTRODUCTION

The criteria of assessment of the medicinal qualities of groundwater are described in two Polish regulations: Geological and Mining Law (Obwieszczenie 2016) and Regulation of the Minister of Health (Rozporządzenie 2006).

According to Obwieszczenie (2016), groundwater can be classified as a curative water if it is not contaminated biologically and chemically and it is characterized by the natural variability of its physical and chemical parameters.

In case of the water of "Zdrój Główny", the main criterion determining the medicinal status of this water is not only its high mineralization at about 3 g/L, but also the concentration of sulphur(II) compounds exceeding 1 mg/L (Tomaszevska et al. 2007).

In this paper, the results of the stability of both of the ions determining the hydrochemical type of water of “Zdrój Główny” – constituting at least 20% meq of the total sum of cations and anions – and of sulphur(II) compounds as a specific component of investigated water (Rozporządzenie 2006)
were presented. Also, the assessment confirming the curative character of groundwater taken from “Zdrój Główny” using the deterministic and probabilistic method was made.

MATERIALS AND METHODS

The main object of conducted research is the potentially curative sulphurous mineral water taken from “Zdrój Główny” located in Krzeszowice town, Lesser Poland Voivodeship, county of Krzeszowice, Krzeszowice commune. The studied site is situated about 25 kilometres west of Krakow (Fig. 1). The “Zdrój Główny” takes its curative water from the Neogene aquifer (Tomaszewska 2003, 2007).

In the study area there are three water-bearing horizons: Quaternary, Miocene with specific waters and Jurassic-Cretaceous with mineral waters.

For the purpose of the presented article, only the water horizon within Neogene deposits was discussed. This horizon has an essential importance for the town of Krzeszowice due to the occurrence of potentially medicinal sulphurous mineral water (Tomaszewska et al. 2001, Szczepańska-Plewa et al. 2009). They are located within the gypsum series of lower Tortonian. The environment of water occurrence has a fissure character. The “Zdrój Główny” intake was constructed in 1770 and it has been exploited continuously until the present. The admissible volume of extracted groundwater is 2.33 m³/h with drawdown established at the level of 3.40 m. The total depth of the intake is 5.35 m (Seredyn 1967, Szemioth 1982, Porwisz et al. 2002). On the basis of the geological documentation it was stated that the sulphurous water reservoir is recharged by natural water infiltration throughout Quaternary deposits (shales) to the fissure-karst deposits of the gypsum series (Seredyn 1967, Wagner 2000, Tomaszewska 2002, 2003, Motyka et al. 2003, Milijanović & Satora 2006, Tomaszewska 2006, 2007, Tomaszewska et al. 2007, Porwisz et al. 2006). The age of the studied water from “Zdrój Główny” is estimated at 8,000 years (early Holocene period). A lack of tritium and very low concentrations of radiocarbon indicated groundwater recharge before 1954, when thermonuclear testing began (Motyka et al. 2003, Milijanović & Satora 2006, Tomaszewska et al. 2007, Szczepańska-Plewa et al. 2009, Skrzypczak 2012).

![Fig. 1. Location of the Krzeszowice town](https://journals.agh.edu.pl/geol)
Water samples are collected according to PN-EN ISO 5667 norm series by one sampler, once a month. Samples for cations analyses are filtered in the field using microporous filters with a pore diameter of 0.45 µm and preserved by the addition of 1 ml of concentrated nitric acid for each 100 ml of water. Water for sulphur(II) compounds determination is placed in a dark glass bottle without air and preserved using Ethylenediaminetetraacetic acid disodium salt dihydrate. The investigations of the water have been conducted by the certified Hydrogeochemical Laboratory (Accreditation certificate No. AB 1050) at the Department of Hydrogeology and Engineering Geology, the Faculty of Geology, Geophysics and Environmental Protection, the AGH University of Science and Technology, Krakow, since 2002 (Porwisz et al. 2006, Tomasewska et al. 2007). Sulphur(II) compounds were analysed by the laboratory of the Provincial Environmental Protection Inspectorate (PEPI) in Krakow. The analytical methods applied for the determination of components setting the hydrochemical type of water from “Zdrój Główny” are presented in Table 1. Concentrations of sulphates, bicarbonates, sulphur(II) compounds, calcium and magnesium ions were analysed statistically. Listed components are important for determining the hydrochemical type in the case of water taken from the “Zdrój Główny” in Krzeszowice. In total 197 analyses were conducted from 2002 to 2016.

The assessment of curative character is predominantly made using the deterministic method. This method is based on the comparison of mean concentrations of analysed parameters with threshold values presented in Obwieszczenie (2016) or Rozporządzenie (2006) law regulations. The second possibility is to use the probabilistic method (Ciężkowski red. 2007) where the mean values of potentially curative parameters, reduced by two standard deviations, are compared with the threshold values (Wątor 2015, Wątor et al. 2016). The other variant of the probabilistic method uses the measurement uncertainty. In this approach, the assessment is carried out based on the mean concentrations of parameters reduced by the uncertainty declared by the laboratory conducting analyses. The information about measurement uncertainty is a part of the quality system complied with under PN-EN ISO/IEC 17025:2005. If the decision about the creditability of obtained results is based on the uncertainty or if the uncertainty is related to specific threshold values, the information about uncertainty should be included in a research report (PN-EN ISO/IEC 17025:2005, Kmiecik 2011, Wątor 2015).

Table 1
The analytical methods of ions determination of water from “Zdrój Główny” in Krzeszowice

<table>
<thead>
<tr>
<th>Laboratory</th>
<th>Component</th>
<th>Analytical methods</th>
<th>Determination limit [mg/L]</th>
<th>Expanded uncertainty* [%]</th>
</tr>
</thead>
<tbody>
<tr>
<td>AGH</td>
<td>Calcium, Ca^{2+}</td>
<td>PN-EN ISO 11885:2009 Inductively coupled plasma atomic emission spectrometry</td>
<td>10</td>
<td>0.05</td>
</tr>
<tr>
<td></td>
<td>Magnesium, Mg^{2+}</td>
<td>PN-EN ISO 17294:2-2006 Inductively coupled plasma mass spectrometry</td>
<td>0.1</td>
<td>0.001</td>
</tr>
<tr>
<td></td>
<td>Sulphates, SO_{4}^{2-}</td>
<td>PN-EN ISO 9963-1:2001+Ap1:2004 Titration method</td>
<td>3</td>
<td>1.0</td>
</tr>
<tr>
<td>PEPI</td>
<td>Sulphur (II) compounds (H_{2}S, HS^{-}, S_{2}^{-})</td>
<td>PN-82/C-04566/03 Thiomercurimetric method</td>
<td>0.04</td>
<td>20</td>
</tr>
</tbody>
</table>

* The uncertainty not include sampling, expansion coefficient $k = 2.95%$.

RESULTS AND DISCUSSION

The first step was the verification of data distribution and the elimination of outliers when the data distribution was different than normal. The statistical analysis procedure is presented by Szczepańska-Plewia et al. (2009). Analysis was made with the use of PS IMAGO solution (based on IBM SPSS Statistics programme).
The analysis of data distribution was conducted for the component concentration in a mass concentration unit [mg/L], because the concentrations of individual ions expressed as percent of milliequivalents [% meq] are strongly dependent on the sum of the cations or anions, respectively. A significance value lower than 0.05 indicates that the data are not normally distributed and this situation concerns sulphates, magnesium ions, bicarbonates and sulphur(II) compounds. For the identification of the outliers, box-and-whisker plots were used. Some of the observations were eliminated to transform the data into a normal distribution which is needed during an analysis using control charts.

In the case of sulphates, the number of eliminated observations is 2. For the calcium ions and bicarbonates, only one observation was excluded from further analysis. The biggest number of rejected outliers were in the case of the magnesium ions – 6 observations, and the sulphur(II) compounds – 5 observations. After the outliers were removed, all of the analysed parameters are characterized by a normal distribution.

The next step in the statistical analysis was the stability assessment of investigated parameters using the control charts of single measurements in accordance with the methodology presented by Szczepańska & Kmiecik (2005).

The control charts of single measurement for the sulphates, magnesium ions, calcium ions, sulphur(II) compounds and bicarbonates are shown in Figure 2.

The control charts of single measurements made for the ions appearing in the hydrochemical type of water from “Zdrój Główny” in Krzeszowice indicated only a single signal which exceeded the upper or lower control lines (Fig. 2). In general, the concentration values for sulphates as well as for calcium and magnesium ions are within the range of warning lines. All of the obtained results exceed the threshold value of 20% meq established in Rozporządzenie (2006), so they should be considered as decisive for the hydrochemical type of investigated water.

In case of the sulphur(II) compounds two single points above the upper control line were observed. Most of the concentration values of this parameter are in the range of . A large number of single concentration values are close to the 1 mg/L threshold value (Rozporządzenie 2006, Obwieszczenie 2016), so it is necessary to control the stability of this component in the future.

The observed results variation is probably caused by changes in analytical methods used over the years. ICP-OES and ICP-MS methods are used interchangeably in the laboratory. Over such a long period of time, both apparatus and analysts have been changed. What is more, different standard solutions, new calibration curves, sample preparation methods or equipment conservation can bias the final result.

The mean values of the analysed major ions and specific components occurring in the curative water from “Zdrój Główny” were compared with the threshold values formulated in Polish law regulations (Obwieszczenie 2016, Rozporządzenie 2006). The deterministic method and two variants of the probabilistic method were applied (Grath et al. 2006, EURACHEM 2007, PN-ISO 10576-1: 2006, Kmiecik 2011, Wątor et al. 2016).

In the deterministic method (Tab. 2) the mean value of the analysed parameter is directly compared with the threshold value. If the result is lower than the threshold value it means that the analysed component cannot be considered as a specific component of the investigated water. On the other hand, if the obtained result is higher than the threshold value, the analysed parameter should be taken into account during the determination of the hydrochemical type of water.

**Table 2**
Reference of results of analysis to a threshold values contained in GML (2016) and RMH (2006) in the deterministic and two variants of probabilistic method

<table>
<thead>
<tr>
<th>Component</th>
<th>Threshold values</th>
<th>$\bar{x}$</th>
<th>$\bar{x} - 2\sigma$</th>
<th>$\bar{x} - 2U$</th>
</tr>
</thead>
<tbody>
<tr>
<td>$SO_4^{2-}$ [% meq]</td>
<td>20</td>
<td>80.90</td>
<td>76.44</td>
<td>71.20</td>
</tr>
<tr>
<td>$HCO_3^-$ [% meq]</td>
<td>20</td>
<td>17.36</td>
<td>13.01</td>
<td>16.50</td>
</tr>
<tr>
<td>$Mg^{2+}$ [% meq]</td>
<td>20</td>
<td>22.78</td>
<td>19.66</td>
<td>20.04</td>
</tr>
<tr>
<td>$Ca^{2+}$ [% meq]</td>
<td>20</td>
<td>72.86</td>
<td>69.38</td>
<td>64.12</td>
</tr>
<tr>
<td>$H_2S$ [mg/L]</td>
<td>1</td>
<td>3.13</td>
<td>0.64</td>
<td>2.50</td>
</tr>
<tr>
<td>The hydrochemical type</td>
<td></td>
<td>$SO_4$-Ca-Mg. S</td>
<td>$SO_4$-Ca</td>
<td>$SO_4$-Ca-Mg. S</td>
</tr>
</tbody>
</table>

https://journals.agh.edu.pl/geol
Fig. 2. Control charts of single measurements of sulphates (A), magnesium (B), calcium (C), sulphur(II) compounds (D), bicarbonate (E)
In the probabilistic method (Tab. 2) two variants were applied. In the first one, proposed by Ciężkowski (red.) (2007), the mean value of the analysed parameter minus two standard deviations (2σ) was compared with the threshold value. In the second case, the mean values were decreased by the measurement uncertainty declared by the laboratory performing analyses.

Referring the mean results to the threshold values, it can be observed that only in case of the bicarbonates was the threshold value not exceeded. According to this, bicarbonates cannot be taken into account in the denomination of the hydrochemical type of the studied water. For the other ions, the threshold values were exceeded, so the researched water was classified as SO₄⁻-Ca-Mg, S.

In the first variant of the probabilistic method, the mean values of the analysed parameter were decreased by two standard deviations in accordance with the methodology of Ciężkowski et al. (2007). For the bicarbonate and magnesium ions, the threshold values were not exceeded. Based on these results, the investigated water can be classified as SO₄⁻-Ca and it should not be classified as sulphurous water.

When the measurement uncertainty declared by the analytical laboratory instead of the standard deviation is taken into account (in pursuance of the methodology proposed by Kmiecik 2011, Wątor 2014, Wątor et al. 2016), the hydrochemical type of studied water is SO₄⁻-Ca-Mg, S. For the bicarbonates, the threshold value was not exceeded.

CONCLUSIONS

Analysis of the stability of the physicochemical parameters of the potentially curative water taken from the “Zdrój Główny” intake in Krzeszowice was presented. Using the PS IMGAO software, the control charts of the single measurements of the ions assigning the hydrochemical type of this water and for the medicinal component – sulphur(II) compounds – were tested.

The analysis of control charts showed that for the all of the analysed ions some single concentrations exceeded the upper or lower control line (\(\bar{x} - 3\sigma, \bar{x} + 3\sigma\)). However, the majority of results are situated in the range of warning lines (\(\bar{x} - 2\sigma, \bar{x} + 2\sigma\)). The results showed that the water from “Zdrój Główny” is characterized by a stable chemical composition.

When the deterministic method is used to assess the hydrochemical type of medicinal water, any errors related to sampling and analyses are silently included and affect the outcome. This approach may incorrectly suggest that measurement uncertainty is zero (Demetriades 2010).

During the determination of the hydrochemical type of water, the application of measurement uncertainty instead of standard deviation in the probabilistic approach meant that more components were included in the hydrochemical type of studied water from “Zdrój Główny” in Krzeszowice. The values of standard deviation are strongly dependent on the dispersion of the data. If the dispersion of the results is high, the standard deviation is also high. This situation can result in the nether limit of the variability interval being lower than the threshold value, although the majority of the results exceed the threshold value formulated in legal regulations (Wątor et al. 2016).

The concentration of the main components definitely exceeds the threshold of 20% meq (Rozporządzenie 2006), and for the specific component – sulphur(II) compounds – 1 mg/L, so the studied mineral water from “Zdrój Główny” in Krzeszowice can be classified as a curative with the hydrochemical type as follow: sulphate-calcium-magnesium, sulphurous (SO₄⁻-Ca-Mg, S).

The study was partially supported by AGH UST 11.11.140.797.

REFERENCES


https://journals.agh.edu.pl/geol